Introduction
In daily practice interventional cardiologists are increasingly dealing with patients with highly calcified lesions in the coronary arteries. Optimal treatment of such lesions is often difficult or impossible and is associated with significant risk of treatment failure [1] . In this situation, rotational atherectomy (rotablation) seems to be an effective alternative. This method using a highly rotary diamond drill enables heavily calcified atherosclerotic plaques to be modified in a sufficient way to fully expand the balloon catheter at a safe pressure with subsequent optimal stent implantation.
Guidelines of the European Society of Cardiology (ESC) recommend rotablation as a method of "last resort" (bailout technique) in the case of lesions that cannot be crossed with a balloon or adequately expanded before stenting [2] . However, there are some reported cases of routine use of this technique to reduce the volume of atherosclerotic plaque before the angioplasty and in other indications, such as side-branch protection, support for the treatment of chronic total occlusions (CTO) or even in the treatment of in-stent restenosis [3] .
Below we present a case of a patient with a long, highly calcified, critical stenosis of the right coronary artery diagnosed in our center which was treated with the use of rotablation complicated by slippage of the stent off the balloon catheter and dissection of the artery ostium.
Case report
A 61-year-old man, non-smoker for 5 years (previously around 90 "pack years") with hypertension, type 2 diabetes, renal failure treated with long-term dialysis and kidney transplant 5 years earlier was admitted to the Department of Cardiology, 4 th Military Clinical Hospital in Wroclaw for coronary angiography. He had a history of about 2 years of typical exertional angina with increase of the symptoms severity in the last 2 months to CCS class III. Physical examination performed on admission revealed only an occluded vascular fistula on the left radial artery and an increased arterial pressure (to 150/90 mm Hg). Electrocardiography (ECG) revealed normal heart axis, regular sinus rhythm 65/min, negative T wave in aVL lead and a higher by about 2 mm departure of the J point in leads V2-V4. Results of the laboratory tests did not show any abnormalities, and function of the transplanted kidney was normal (estimated glomerular filtration rate [eGFR] > 60 ml/min). Echocardiography demonstrated non-dilated cardiac chambers with preserved contractility and left ventricular ejection fraction (EF 65%). Coronary angiography was performed via the right femoral artery in order to save the right radial artery and to maintain the possibility to perform another vascular shunt, in case of the need of repeated dialysis therapy. The study showed a normal left main coronary artery with massive calcifications extending to the proximal segments of the left anterior descending artery (LAD) and the circumflex artery (Cx) visible on fluoroscopy, insignificant lesions in the LAD, 80% stenosis in the middle segments of the Cx and a dominant right coronary artery (RCA) with a long, tortuous and heavily calcified 95% stenosis in the middle segment with normal flow of contrast to the peripheries of the vessel (Figure 1 ). Heparin administration and ad hoc angioplasty were postponed because of the enlarging hematoma, which appeared during the study in the area of the vascular sheath. An attempt to perform angioplasty was made on the next day using the left femoral artery access. The ostium of the right coronary artery was intubated with a 6 F AL1 guiding catheter. It was impossible to cross the very tight and localized in a tortuous segment lesion with 0.014'' BMW (Abbott Vascular) and Cruiser ES HF (Biotronik AG) guidewires, but it was possible with the hydrophilic Pilot 50 guidewire (Abbott Vascular). A balloon catheter 1.25 mm × 10 mm (Sapphire II, OrbusNeich) was introduced inside the lesion with great difficulty and because of the presence of massive calcifications it was only partially expanded. It was impossible to introduce a larger balloon catheter (1.5 mm × 14 mm, Avion Plus, Invatec) through the proximal part of the lesion. A decision to perform rotablation was taken. Because of the accompanying kidney disease and high consumption of contrast (150 ml of Ultravist, Bayer Healthcare) rotablation was postponed and the patient was qualified for an elective procedure after the implementation of contrastinduced nephropathy prevention. He was admitted 7 days later and after adequate hydration and control of renal parameters underwent the rotablation procedure through the right radial artery. The procedure was performed without the back-up of temporary electro-stimulation by the decision of the operator. The ostium of the right coronary artery was intubated with an AL1 6F catheter (Launcher, Medtronic) and after numerous and painstaking attempts the rotablation guidewire (RotaWire Floppy, Boston Scientific) was introduced to the peripheries of the artery. Because of the long and tight stenosis and massive calcifications a "step-up" technique was used -initial passages were performed using a 1.25 mm diameter and then 1.5 mm diameter drill (RotaLink Plus, Boston Scientific) at 140 000 rotations per min ( Figure 2 ). After achievement of full inflation of balloons -2.5 mm × 30 mm (Avion Plus, Invatec) at 14 atm and 3.5 mm × 20 mm (Sprinter Legend, Medtronic) at 12 atm -the guidewire was switched to Cruiser ES-HF (Biotronik AG) and used to implant two overlapping stents in the distal and middle segment -respectively 3.5 mm × 38 mm at 14 atm and 4.0 mm × 24 mm at 14 atm (Promus, Boston Scientific) with post-dilation of the overlapping parts at 16 atm ( Figure 3 ). Due to incomplete coverage of the proximal part of the lesion it was decided to implant another stent, 4.0 mm × 16 mm (Promus, Boston Scientific). Initial attempts to cross the lesion with the stent failed and to gain extra support the operator decided to deeply intubate the ostium of the right coronary artery. At that time the stent slipped off the balloon catheter (after contact with the tip of the guiding catheter) (Figure 4 ). The stent migrated to the middle segment of the vessel, but remained anchored on the guidewire. Therefore, it was decided that the safest method of its evacuation was to Total time of the procedure was 2h 45 min, fluoroscopy time 48 min 39 s. The dose of radiation was 1123 mGy. 250 ml of contrast and 8000 IU of heparin were administered. After treatment, there was an increase of myocardial necrosis markers (high-sensitivity troponin I [TnI]) to 1.26 ng/ml on the day of the procedure, with its gradual fall and normalization at day 3. There were no complications during subsequent hospitalization and no significant increase in serum creatinine level or renal dysfunction. Symptoms of angina have disappeared. The patient was discharged on the 3 rd day after the recommendation of adoption of the following drugs: clopidogrel (1 × 75 mg for 12 months), acetylsalicylic acid (1 × 75 mg), atorvastatin (1 × 40 mg), bisoprolol (1 × 5 mg), nitrendipine (2 × 10 mg), extended-release gliclazide (1 × 30 mg), cyclosporine (75 mg morning, 60 mg evening), mycophenolate mofetil (3 × 500 mg), prednisone (1 × 5 mg).
Discussion
Suboptimal expansion of the balloon catheter, which is often observed during angioplasty of highly calcified lesions, causes mild increase of the vessel diameter but at the same time a large injury to the endothelium [4] . An attempt to expand the artery "at all costs" by using highpressure non-compliant balloons (above 20 atm) may end with rupture of the balloon or the occurrence of the socalled hourglass phenomenon -an excessive expansion of the balloon catheter directly before and after the lesion with a risk of an extensive dissection and even perforation of the vessel. Therefore in our center patients in whom balloon angioplasty using relatively safe pressures (about 16 atm) was ineffective are qualified for the rotablation procedure, which is consistent with the ESC guidelines [2] . Rotablation procedures are often performed ad hoc, but it should be noted that they are associated with an additional radiation exposure and the use of larger amounts of the contrast medium, which, taking into account the patient's history, was a decisive factor for postponement of the procedure until implementation of the optimal prevention of contrast-induced nephropathy (CIN). The efficacy of a rotational atherectomy has been demonstrated in several studies, but most of them were performed before the era of drug-eluting stents (DES) [5] . In the "era of DES" there has been only one randomized study, which is not yet published -the ROTAXUS study [6] .
The study did not demonstrate an advantage of rotablation over standard balloon angioplasty with DES implantation (Taxus, Boston Scientific) in the treatment of heavily calcified lesions. The discussion of the results of this study is beyond the scope of this paper, but it should be noted that in the opinion of the experts, the study has confirmed the previous recommendation of the ESC to consider rotablation as a "last chance" procedure after unsuc- 
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cessful balloon angioplasty. Many of the technical aspects of the rotablation procedures still inspire debate. The use of temporary pacing during procedures on the right coronary artery, until recently, was considered mandatory. This was associated with reports of high incidence of microvascular embolization with particles detaching from the atherosclerotic plaque during the procedure and the related "no-reflow" phenomenon [7] . Currently, the passage of the drill is accompanied by administration of an intracoronary "cocktail" of vasodilative drugs and heparin, which significantly reduce the risk of this phenomenon and symptomatic bradycardia and allow one to safely perform the procedure without the need to introduce an electrode into the right ventricle, as in the described patient [6] . The CARAT study compared two strategies of drill diameter selection for the procedure: the direct application of a large drill (ratio of drill diameter to vessel diameter > 0.7) and the use of several drills with gradual increase of their diameter so that the drill/vessel ratio always remained below 0.7 (the "step-up" technique). None of these methods showed an advantage in the long-term follow-up, but the "step-up" technique was associated with a lower incidence of procedural complications (5.1% vs. 12.7%) [8] . The complex morphology of the lesion in the described patient led us to apply this particular strategy. It should be noted that in more than 90% of the cases from the ROTAXUS study the optimal effect of treatment was achieved using only one size of drill (usually 1.5 mm). This did not lead to an increased number of complications [6] . These results, together with the obvious economic aspect, make this strategy a routine one in our department. Another debatable aspect is the selection of the speed at which the drill rotates during the procedure. Recommended speeds are within the limits of 140 000-180 000/min. In the ROTAXUS study a high drill speed (170 000/min) was used and the "no-reflow" phenomenon was not observed in any of the 120 patients [6] . In vitro studies showed, however, that a high drill speed (180 000/min) could cause platelet activation and thereby contribute to the intensity of the "no-reflow" phenomenon [9, 10] . It should be emphasized that this phenomenon occurs more frequently during procedures on long lesions with a complex morphology, as in the described patient [11] . In the present case, the operator following personal experience applied lower speeds with tight control of drill rotation. Studies with bare metal stents proved in fact that decreases in drilling speed during the passage exceeding 5000 rotations per minute are associated with an increased risk of restenosis [12] . No significant drops in rotational speed of the drill were noted during the presented procedure. In the described patient an access via the radial artery was used to avoid recurrence of bleeding complications at the site of femoral artery puncture. It has been shown that it is a safe and effective way to conduct this type of procedure [13, 14] .
Slippage of the stent off the balloon catheter is a rare complication of coronary angioplasty procedures. In view of the mechanical mounting of stents and increased operator experience the incidence of this complication is decreasing and now occurs in approximately 0.32% of procedures [15] . Risk factors can be divided into those depending on the operator (experience, technique of the procedure), the patient (heavily calcified lesions in the proximal part of the vessel, tortuosity of the lesion) and the equipment (the method of stent crimping, guiding catheter support) [16] . Although these risk factors are present more often during a rotablation procedure in comparison to the "classic" angioplasty, the authors failed to find a description of such a complication during a rotablation procedure in the literature. It should be noted that rotablation does not entirely remove the plaque, but only modifies it, so despite repeated passages with the drill there might still be calcified fragments of the atherosclerotic plaque protruding into the vessel lumen and obstructing the passage of the stent. That was the case in the patient described by us. To increase the support of the guiding catheter the operator introduced it deeply into the proximal segment of the vessel, which could cause stent slippage and dissection. In similar situations, Garg et al. suggest a deep intubation directly before the stenosis using a 5 F catheter introduced through the 6 F catheter, but it is also possible to use a dedicated guiding catheter (GuideLiner, Vascular Solutions, Inc.) [17] . These methods enable one to perform a successful angioplasty via the radial access, even in extremely technically difficult cases [18] . Removal of a slipped stent is possible after its reintroduction on the balloon catheter followed by balloon expansion and withdrawal of the whole set outside of the body, but also using techniques based on twisting of the two guidewires, the lasso loop or dedicated forceps (for use outside of the coronary arteries). Suboptimal solutions include compression of the failed stent to the vessel wall with another stent or urgent coronary artery bypass graft (CABG) (necessary in about 5% of cases) [15, 16] . Despite the high technical difficulty these treatment strategies are effective in approximately 86% of cases [15] . Leaving the improperly expanded stent increases the risk of stent thrombosis, myocardial infarction, peripheral embolism and sometimes stroke and in rare cases may even end with a fatal outcome [16] . In the present case we chose the safest indirect option for the patient: complete evacuation of the stent appeared to be too dangerous, so the operator decided to expand the stent inside of the previously implanted stent (after balloon insertion inside the slipped stent and its maximal pull-back), and therefore part of the vessel was covered with two layers of stents (a so-called "stent sandwich"). A similar situation is encountered during therapy of in-stent restenosis using drug-eluting stents, where it has been proved safe for the patient [19] . Dissection of the vessel wall is anoth-er complication of coronary angioplasty. Risk factors for iatrogenic vascular injury include the type and diameter of the guiding catheter used, anatomical variant of the vessel ostium, the use of high pressures during balloon angioplasty, and vigorous administration of contrast [20] . In the present case the dissection was caused by deep intubation with the guiding catheter. The Amplatz Left catheter used during the procedure provides good support, but increases the risk of iatrogenic injury of the right coronary artery ostium [20] . Dissection in this location may result in its extension to the aorta and therefore urgent treatment with stent implantation is needed [20] . This procedure is particularly technically difficult, because it requires positioning of the stent "off air" with the guiding catheter retracted from the ostium of the artery and placed in the aorta. In our case, the dissection included a small segment of the vessel located proximally to the previously implanted stents and was treated with 4.0 mm × 20 mm stent implantation (Promus, Boston Scientific).
The increasing number of patients with massive calcifications in the coronary arteries may require a rotablation procedure and therefore this technique should be available in major centers of invasive cardiology ("high volume centers") to ensure comprehensive care of patients. This case shows that even in extremely difficult and complicated case of rotablation, it is possible to obtain the optimal effect of treatment for the patient.
R Re ef fe er re en nc ce es s
